
Lockheed Environmental Systems & Technologies Co.
Lockheed Analytical Services
975 Kelly Johnson Drive Las Vegas, Nevada 89119-3705
Telephone 702-361-0220 800-582-7605 Facsimile 702-361-8146

LOCKHEED

November 9, 1995

Ms. Joan Kessner
Bechtel Hanford, Inc.
345 Hills
P.O. Box 969
Richland, WA 99352

RE: Log-in No.:
Quotation No.:
SAF:
Document File No.:
WHC Document File No.:
SDG No.:

;^ r^;'

^^^

L5440
Q400000-B
B95-099
0926596
276
LK5440

^ /eSelyd

0044408
MART/N

4

low
W^^

Log In ^t

The attached data report contains the analytical results of samples that were submitted to
Lockheed Analytical Services on 26 September 1995.

The temperature of the cooler upon receipt was 5°C. Sample containers received agree with
the chain-of-custody documentation. Sample containers were received intact. Samples were
received in time to meet the analytical holding time requirements. The vials for volatile
analyses did not contain headspace. All discrepancies identified upon receipt of the samples
have been forwarded to the client and are documented in the enclosed chain-of-custody
records. (See attached Sample Receiving Checklist).

The case narratives included in the following attachments provide a detailed description of all
events that occurred during sample preparation, analysis, and data review specific to the
samples and analytical methods requested.

A list of data qualifiers, chain-of-custody forms, sample receiving checklist, and log-in report
are also enclosed representing the samples received within this group.

If you have any questions concerning the analysis or the data please call Kathleen Hall at
(509) 375-4741.
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Lockheed Analytical Services Log-in No.: L5440
Quotation No.: Q400000-B

SAF: B95-099
Document File No.: 0926596
WHC Document File No.: 276

SDG No.: LK5440
Page No.: 1

Release of this data report has been authorized by the Laboratory Director or the Director's
designee as evidenced by the following signature.

" I certify that this data package is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in
this hard copy data package has been authorized by the Laboratory Manger or a designee, as
verified by the following signature."

Sincerely,

e941_/^^6,A^ JGR
Kathleen M. Hall
Client Services Representative

cc: Client Services
Document Control
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Lockheed Analytical Services Log-in No.: L5440

Quotation No.: Q400000-B

SAF: B95-099
Document File No.: 0926596
WHC Document File No.: 276

SDG No.: LK5440
Page No.: 2

CASE NARRATIVE

INORGANIC NON METALS ANALYSES
WATER

The routine calibration and quality control analyses performed for this batch include as
applicable: initial and continuing calibration verification, initial and continuing calibration
blanks, method blank(s), laboratory control sample(s), matrix spike sample(s), and
duplicate sample(s).

Preparation and Analysis Requirements
One water sample was received for LK5440 and analyzed in batches 926 bh for
selected analytes as requested on the chain of custody. Quality control analysis was
performed on the following sample:

Client ID LAL # Method

BOGKN5 L5440-9 MS, DUP 300.0 Chloride, Fluoride, Nitrate-Nitrogen,
Orthophosphate, Sulfate

L5440-10 MS, DUP 950.1 Ammonia

IL_ L5440-1 1 MS , DU P 9030 Sulfide

Holding Time Requirements
• All samples were analyzed within the method-specific holding time with the exception

of Method 300.0 Nitrate-Nitrogen and Orthophosphate which were received outside
of holding time. The associated samples are flagged with an "H".

Method Blanks
• The concentration levels of all the requested analytes in the method blank were below

the reporting detection limits.

Internal Quality Control
• All Internal Quality Control were within acceptance limits.

Kav McCann
Prepared By

October 15, 1995
Date
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Page No.: 3

CASE NARRATIVE
INORGANIC METALS ANALYSES

The routine calibration and quality control analyses performed for this batch include as
applicable: instrument tune (ICP/MS only), initial and continuing calibration verification, initial
and continuing calibration blanks, method blank(s), laboratory control sample(s), ICP
interference check samples (ICP only), serial dilutions, analytical (post-digestion) spike
samples, matrix spike (predigestion) sample(s), duplicate sample(s).

Preparation and Analysis Requirements

All samples were received on September 26, 1995. The samples were logged in as
L5440 and were prepared and analyzed in batch 926 bhT for total metals and 926 bhD
for dissolved metals.

Holding Time Requirements

• All samples were analyzed within the method-specific holding times.

Method Blanks

• The concentration levels of all the requested analytes in the method blank were below
the reporting detection limits.

Internal Quality Control

• All Internal Quality Control were within acceptance limits with the following
exceptions: The matrix spike recoveries for thallium for both total (70%) and dissolved
(72%) were outside of acceptance limits. The recoveries based on the LCS (91 % total
and 103.4 dissolved) support that the analytical system was operating within control
limits.

Shellee McGrath November 1, 1995
Prepared By Date
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Lockheed Analytical Services

CASE NARRATIVE
ORGANIC ANALYSES

Analytical Method 8240

Log-in No.: L5440

Quotation No.: Q400000-B
SAF: B95-099

Document File No.: 0926596
WHC Document File No.: 276

SDG No.: LK5440
Page No.: 4

The associated samples were analyzed in two analytical batches.

Analytical Batch 100295-8260-E1,E2

The samples were analyzed within the required holding time on October 2 and 3,
1995. The instrument tunes, initial and continuing calibrations were within QC
criteria. There were no target compounds detected in the Method Blank (MB).
Surrogate recoveries were within QC limits. Compound recoveries were within QC
limits in the Matrix Spike (MS), Matrix Spike Duplicate (MSD), and Laboratory Control
Sample (LCS). The Relative Percent Differences (RPDs) between the MS and MSD
recoveries were within QC limits. All samples met internal standard area counts and
retention times criteria.

Christine Davy
Prepared By

November 9, 1995
Date
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Lockheed Analytical Services

CASE NARRATIVE
RADIOCHEMICAL ANALYSES

Log-in No.: L5440
Quotation No.: Q400000-B

SAF: B95-099
Document File No.: 0926596
WHC Document File No.: 276

SDG No.: LK5440
Page No.: 5

The routine calibration and quality control (QC) analyses performed for this batch include as
applicable: instrument calibration, initial and continuing calibration verification, quench
monitoring standards, instrument background analysis, method blanks, yield tracer, laboratory
control samples, matrix spike samples, duplicate samples.

NOTE: Chemical recoveries and minimum detectable activities can be found on the
preparation sheets and calculation sheets on the attached raw data for each
method.

Holding Time Requirements

All holding times were met.

Analytical Method Gross Alpha Beta

The gross alpha beta analysis was performed using standard operating procedure, LAL-91-
SOP-0060. The samples were analyzed in workgroup 27812. No problems were encountered
during the analysis and all QC criteria were met with the following exceptions: The minimum

detectable activity of the matrix spike and duplicate (27812MS1 and 27812DUP1) was
greater than the reporting detection limit due to residue weight limitations forcing a volume
reduction. Data quality is not believed to be adversely affected. No re-analyses were
performed.

Yvonne M.Jacobv
Prepared By

October 20, 1995
Date
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Lockheed Analytical Services
DATA QUALIFIERS FOR INORGANIC ANALYSES

[Revised 08/28/921

For Use on the Analytical Data Reporting Forms

B
For CLP Analyses Only -- Reported value is less than the contract required detection
limit (CRDL) but greater than or equal to the instrument detection limit (IDL).

C
For Routine, Non-CLP Analyses Only -- Any constituent that was also detected in the
associated blank whose concentration was greater than the reporting detection limit
(RDL).

D Presence of high levels of interfering constituents required dilution of sample which
increased the RDL by the dilution factor.

E Estimated value due to presence of interference.

H
Sample analysis performed outside of method-or client-specified maximum holding time
requirement.

M For CLP Analyses Only -- Duplicate injection precision criterion was not met.

N Matrix spike recovery exceeded acceptance limits.

S Reported value was determined from the method of standard addition.

U
For CLP Reporting Only -- Constituent was analyzed for but not detected (sample
quantitation must be corrected for dilution and percent moisture).

W For AAS Only -- Post-digestion spike for Furnace AAS did not meet acceptance criteria
and sample absorbance is less than 50% of spike absorbance.

X, Y, or Z Analyst-defined qualifier.

* Relative percent difference (RPD) for duplicate analysis exceeded acceptance
limits.

+ Correlation coefficient (r) for the MSA is less than 0.995.

For Use. on the QC Data Reporting Forms

at The spike recovery and/or RPD for matrix spike and matrix spike duplicates
cannot be evaluated due to insufficient spiking level compared to the elevated
sample analyte concentration.

bt The RPD cannot be computed because the sample and/or duplicate concentration
was below the RDL.

t Used as footnote designations on the QC summary form.
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Lockheed Analytical Services
DATA QUALIFIERS FOR ORGA1vIC ANALYSES

Ct?evi'`s'ed:"t^^'IT 2'61m
- - -

For Use On The Analytical Data Reporting Forms

A For CLP analyses Only -- The TIC is a suspected aldol-condensation product.

Any constituent that was also detected in the associated blank whose concentration was
B greater than the practical or reporting detection limit (PQL or RDL).

C Constituent confirmed by GC/MS analysis. [pesticide/PCB analyses only]

D Constituent detected in the diluted sample. It also indicates that an accurate quantitation
is not possible due to surrogates being diluted out of the samples during the course of the
analysis.

E Constituent concentration exceeded the calibration range.

G The quantitation is not gasoline or diesel but believed to be some other combination of
hydrocarbons.

Sample analysis performed outside of method- or client-specified maximum holding time
H requirement.

Estimated value -- (1) constituent detected at a level less than the RDL or PQL and
J greater than or equal to the MDL; (2) estimated concentration for TICs (For CLP

Reporting Only).

For CLP Reporting Only -- Tentatively identified constituents (TICs) identified based on
N mass spectral library search.

For CLP Reporting Only -- The percent difference between the concentrations detected
P on both GC columns was greater than 25 percent [pesticide/PCB analyses only].

For CLP Reporting Only -- Constituent was analyzed for but not detected (sample
U quantitation must be corrected for dilution and percent moisture).

X, Y, or Z Analyst-defined qualifier.

N/A in the % moisture cell indicates that data are reported on an "as received" basis. A
N/A value in the % moisture cell indicates that data are reported based on a "dry weight"

(% Moisture) basis.
-- ,. , -

For Use.On The QC Data Reporting Forms

QC data (i.e., percent recovery data for matrix spike, matrix spike duplicate, laboratory
s control standard, or surrogates; and RPD for matrix spike duplicate or unspiked

duplicate) exceeded acceptance limits.

The spike recovery and/or RPD for matrix spike and matrix spike duplicates cannot be
at evaluated due to insufficient spiking level compared to the elevated sample analyte

concentration.

b' The RPD cannot be computed because the sample and/or duplicate concentration was
below the RDL.

' Used as footnote designations on the QC Summary Form.
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Lockheed Analytical Services
DATA QUALIFIERS FOR RADIOCHEMICAL ANALYSES

[Revised 08/28/92]

For Use on the Analytxcal Data Reporting Forms,

Any constituent that was also detected in the associated blank whose
B concentration was greater than the reporting detection limit (RDL) and/or

minimum detectable activity (MDA).

C Presence of high TDS in sample required reduction of sample size which
increased the MDA.

D Constituent detected in the diluted sample.

E Constituent concentration exceeded the calibration or attenuation curve range.

F For Alpha Spectrometry Only-- FWHM exceeded acceptance limits.

H Sample analysis performed outside of method-specified maximum holding time
requirement.

Y Chemical yield exceeded acceptance limits.

For Use on the QC Data Reporting Forms

* QC data (i.e., percent recovery data for laboratory control standard and matrix
spike; and RPD for replicate analyses) exceeded acceptance limits.

al The spike recovery and/or RPD for matrix spike and duplicates cannot be
evaluated due to insufficient spiking level compared to the elevated sample
analyte concentration.

bl The RPD cannot be computed because the sample and/or duplicate concentration
was below the MDA.

i Used as foot note designations on the QC summary form.
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LOCKHEED ANALYTICAL SERVICES
LOGIN CHAIN OF CUSTODY REPORT (1n01)

Sep 26 1995, 03:11 pm

Login Number: L5440
Account: 596 Bechtel Hanford, Inc. * Richland, WA
Project: BECHTEL-HANFORD Bechtel Hanford Project

Due=;:
:^iR`.i)a.te

L5440-1 BOGKN5
TEMP 5
Location: RFGO1-43D
Water 1 S SCREENING

L5440-2 BOGKN5
TEMP 5
Location: RFG18-48A6
Water 1 S 8240 VOLATILES

L5440-3 BOGKNS
TEMP 5
Location: RFG18-48A6

L5440-4 BOGKNS
TEMP 5
Location: RFG18-48A6

L5440-5 BOGKN7
TEMP 5
Location: RFG18-48A6
Water 1 S 8240 VOLATILES

L5440-6 BOGKN7
TEMP 5
Location: RFG18-48A6

L5440-7 BOGKN7
TEMP 5
Location: RFG18-48A6

L5440-8 BOGKN5
TEMP 5 "GFAA METALS=As,Pb,Se,T1"
Location: RFG02-22A
Water 1 S 6010 ICP METALS
Water 1 S 7000 FURNACE METALS

L5440-9 BOGKN5
TEMP 5
Location: RFG02-22A
Water 1 S 300.0 CHLORIDE
Water 1 S 300.0 FLUORIDE
Water 1 S 300.0 NITRATE
Water 1 S 300.0 PHOSPHATE

23-SEP-9.5 26-SEP-95 31-OCT-95

Hold:21-MAR-96

23-SEP-95 26-SEP-95 31-OCT-95

Ho1d:07-OCT-95

23-SEP-95 26-SEP-95 31-OCT-95

23-SEP-95 26-SEP-95 31-OCT-95

23-SEP-95' 26-SEP-95 31-OCT-95

Ho1d:07-OCT-95

23-SEP-9526-SEP-95 31-OCT-95

23-SEP-95 26-SEP-95 31-OCT-95

23-SEP-95 26-SEP-95 31-OCT-95

Hold:21-MAR-96
Hold:21-MAR-96

23-SEP-95 26-SEP-95 31-OCT-95

Hold:21-OCT-95
Hold:21-OCT-95
Ho1d:25-SEP-95
Hold:25-SEP-95

Page 1
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LOCKHEED ANALYTICAL SERVICES
LOGIN CHAIN OF CUSTODY REPORT (1n01)

Sep 26 1995, 03:11 pm

Login Number: L5440
Account: 596 Bechtel Hanford, Inc. * Richland, WA
Project: BECHTEL-HANFORD Bechtel Hanford Project

Water 1 S 300.0 SULFATE Hold:21-OCT-95

23-SEP-95 26-SEP-95 31-OCT-95L5440-10 BOGKNS
TEMP 5
Location: RFG02-22A
Water 1 S 350.1 NH3/N Hold:21-OCT-95

L5440-11 BOGKN5 23-SEP-95 26-SEP-95
TEMP 5
Location: RFG02-22A
Water 1 S 9030 SULFIDE Hold:30-SEP-95

L5440-12 BOGKN5 23-SEP-95 26-SEP-95
TEMP 5
Location: 157
Water 1 S GR ALP/BETA LAL-0060 Hold:21-MAR-96
Water 1 S U TOTAL KPA (INORG) Hold:21-MAR-96

L5440-13 BOGKN5
TEMP 5
Location: 157

L5440-14 BOGKN6
TEMP 5 "GFAA METALS=As,Pb,Se,Tl"
Location: RFG02-22A
Filt H20 15 S 6010 ICP METALS
Filt H20 15 S 7000 FURNACE METALS

L5440-15 REPORT TYPE
Location:
Water 1 S EDD - DISK DEL.
Water 1 S GCMS2
Water 1 S INORG TYPE 2 RPT +
Water 1 S RAD RPT TYPE 2

23-SEP-95 26-SEP-95

23-SEP-95 26-SEP-95

Hold:21-MAR-96
Hold:21-MAR-96

26-SEP-95 26-SEP-95

31-OCT-95

31-OCT-95

31-OCT-95

31-OCT-95

31-OCT-95

Page 2

Signature:

Date: 000010
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Page 1 of
Bechtel Hanford, Inc. J9^0CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUE

L Data Turnaround

q PCollector

/^/D S

Company Contact

M
Telephone

riority

^ Normalr. ,^ o,+../^ - . J. Galgoul ( 509) 372-9597
Project Designation Sampling Location SAF No.
300-FF-2 618-10 and 618-11 Burial Ground Wells 618-10 and 618-11 Burial Grounds B95-099
Ice Chest No. Field Logbook No. Method of Shipment

!v S- o Z s" f L - i ra 3 Federal Express

Shipped To Offsite Property No. Bill of Lading/Air Bill No.
Lockheed Wqrj- 0- ^[tJ^Q-Qa aq0q,6C/1 c1L/I

Possible Sample Hazards/Remarks
Preservation

HCI HNO3 Cool4°C HrSO, '1 HNO, None HNO3

Type of Container
Gs PIG P/G PIG P PIG PIG PIG

No. of Container(s)
3 1 1 1 1 1 1

Special Handling and/or Storage
Maintain samples between 2°C and 6°C,

Volume
4OmL 1L SOOmL 1L 1L •--^2-- 20mL IL

VOA - FCP Mttd. Anions Ammonia Sulfide Gross Activity IcP M.t.l.

TCL ITA^"'dI ( IC) - F. Alpha, Scan (Momdl

SAMPLE ANALYSIS Cl, SO , GrossGFAA 4 Matas - As
Metl. - A., NO3, P04 Beta, Pb, 5., TI
Pb, s., n Total U

Sample No. Matrix• Date Sampled Time Sampled

BOGKN5 W 1z3/yS ! y-/zo

BOGKN6 W L

BOGKN7 W yY2 31 &20

CHAIN OF POSSESSION Sign/Print Names
SPECIAL INSTRUCTIONS
' Z A O

M•+n••
t n c + Na H s - s°n

Relinquished By p,St.Sob„ Date/Time 65' R Date/Time S ^SV.wI sE - s'°'"`
^ '^'^ ,

^^ <!J 1S
^2 1, 1Land 1,GS^ s^-si^y.

R' ui ed GiG DateTme S!S% Reced By DateRme o- o^^^.
-Zs,f Sample analysis for nitrate and phosphate by EPA 300.0 is being requested for A -ar

44 information only. The ERC Contractor acknowledges that the 48-hour holding os- Dr. s°ia.
Relinqwshed By Date/Time Received By Date/Tme time will not be met. oL - Drun Lpwd.

T - Tmue
WI - wiya

Relinquished By Dete/Time Received By Date/Time t- Li°°w
v - vWm.u°n
X - o1W

LABORATORY Received By Title Date/Time
SECTION

^ g ! I

9-z(a9y Ocj'::t7 ^

FINAL SAMPLE Disposal Method Disposed By Date/Time
DISPOSITION

C\
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S 07:40 $'5093711718 IFSB:I[ 271-L' ^di0u:

Environmental
Restoration /^f Job No. 22192

Team
we..wwo.+me*.s YoContractor ERrV_
Cc,, k,,,
ou: 7ao tF-:

Interoffice Memorandum ^ ^;^
am

W. S. Thompson N3-06 PAm September 20, 1995

COMM3' J. E. Parsons X0-23 MoMj S. K. De Mers 060
M. J. Galgoul H6-01 Radiologiral Controls

17-05/373-1913

senrECr: Sampling of Wells 699-tiS6-E4A, M, and FAC and WeUs 699-12-4D and
699-13-1A8GB

There is no need to perform total activities prior to offsite shipment to NRC licensed labs of
samples taken from these wells.

The wells were reviewed for radiological content based on the previous sampling data.
Additionally, other wells in the same local were reviewed as recent sampling data is not available
for all weils. The wells listed have a,8 activity < 100,000 pCi/1( <.1 uCi/sample based on a 1
liter sample size) and the a activity is < 10,000 pCi/1(<.01 uCi/I based on a I liter sample). The
well shows activities < 2,000 pCi/gm (< 2 nCi/gm D.O.T. limit). The highest activity in recent
samples is 36,600 pCi/1 O(EO and 15 pCi/1 a. Other wells in the vicinity showed a recent high of
86,000 pCi/1 of Tritium. While this value exceeds the drinldng water limit, it does not exceed the
limit for DOT shipping.

None of the wells reviewed are located within radiological areas and will not require any RCT
support.

skd
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WHC-SOW:93-0003
Revision 4

SAMPLE CHECK-IN LIST

Date/Time Received: 9:co,y., SDG#: ,,,,,yt

Work Order Number: SAF

Shipping Container ID: (,W/^ -oaS Chain of Custody # _

1. Custody Seals on shipping container intact? Yes [k] No []

2. Custody Seals dated and signed? Yes [,^] No []

3. Sample temperature ^ L

4. Vermiculite/packing materials is Wet [] Dry [X]

5. Each sample is in a plastic bag? Yes [^] No []

6. Sample holding times exceeded? Yes [s^] No []

7. Samples have:
tape hazard labels

^
custody seals appropriate sample labels

8. Samples are:
in good condition leaking
broken have air bubbles

9. Is the information on the COC and Sample bottles in agreement?

Yes[ ] No [k]

Notes:

Sample Custodian/Laboratory:
^^^ 6g

ZZ,,,,4'e,4 Date:

Telephoned To: On By

33

000013
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LOCKHEED MART/N

Sample Login
Login Review Checklist

Lot Number Z^^// n

The login review should be conducted by that person logging in the samples as well as a peer. Please use this checklist to ensure
that such reviews occur in a uniform basis. Please sign and date below to verify that a login review has occurred. This checklist
should be affixed to each login package prior to distribution.

For effective login review, at a minimum, five reports form the login process are required. These are the COC (or equivalent),
the login COC report, the sample summary report, the sample receiving checklist, and the login quotation. Before beginning
review, ensure that these five components are available. Jobs with single component samples, the sample summary report may
be omitted.

SAMPLE SUMIVIARY REPORT

1. Are all sample ID's correct?

Y^F NO iyA Comment

A- - -

2. Are all samples present?

3. Are all matrices indicated correctly?

4. Are all analyses on the COC logged in for the
appropriate samples?

5. Are all analyses logged in for the correct container?

6. Are samples logged in according to LAS batching
procedures?

LOGIN CHA -Q-F CUSTODY

1. Are the collect, receive, and due dates correct
for every sample?

2. Have all appropriate comments been indicated in
the comment section?

SAMPLE RECEIVING CHECKLIST

-4- - -

-4- - -

X - -

-^ - -

^ - -

_M NQ NLA Contment

-^ - -

- - 4

Y^F NQ YA Comment

1. Are all discrepancies between the COC and the login
noted (if applicable)? - - Y _

primary review signature date secondary review signature
^^^^`" w014

Cc S^tcCc/)



Lockheed Analytical Services
Sample Receiving Checklist
ClimtName: I.iP< i.. _{ra S^ •- ^nu4 4? fl

N,G rf ^

^)441
.t . -

JobNo. L <4i4n Couler ID:

Page I of

COOLER CONDPIYON U N RECEIPT

Temperature of cooler upon receipt:

tempereture of temp. blank upon receipt:

Yes No • Commmts/DLcrepaocios

custody seals intact

chain of custody present
blue ice (or equiv.) present/frozeu x
red survey completed

SAMPLE CONDITION UPON RECEIPT

Yes No • Commmta/DLcrepanciu

all bottles labeled

semples intact

proper container used for sample type

sample volume sufficient for analysis

proper pres. indicated on the COC

VOA's contain headspnce

are samples bi-phasic (if so, indicate sample ID'S):

MISCELLANEOUS rl'EMS

Yes No • CommeoL/Discrepmncies
semplea with short holding times r n

samples to subcontract

ADDITIONAL COMhfENTS/DISCREPANCIES

Completed by / date: /

Seat to the client (detelinitisls): Client's sigoature upon receipt:

Noreu: • a caeuu the appmpriate CS2 ofauy dir,eprueta, imme6uMly opee tereipt

.r zpjpie Mjeq two Jpformrrtov and mmm via ficcmiDe to the apy,oy,ism C5R QD2) 361-8116 -

^
^
^

cNersion 2.0 (11/11/94)



Lockheed Analytical Laboratory
SAMPLE SUMMARY REPORT (su02)

Bechtel Hanford, Inc. * Richland, WA

BOGKN5 - L5440-1 Water SCREENING
L5440-2 Water 8240 VOLATILES
L5440-8 Water 6010 ICP METALS_
L5440-8 Water 7000 FURNACE METP
L5440-9 Water 300.0 CHLORIDE-
L5440-9 Water 300.0 FLUORIDE
L5440-9 Water 300.0 NITRATE -
L5440-9 Water 300.0 PHOSPHATE -
L5440-9 Water 300.0 SULFATE -
L5440-10 Water 350.1 NH3/N -
L5440-11 Water 9030 SULFIDE ,
L5440-12 Water GR ALP/BETA LAL-(
L5440-12 Water U TOTAL KPA (INOF

BOGKN6 - L5440-14 Filt H20 6010 ICP METALS -
L5440-14 Filt H20 7000 FURNACE METF

BOGKN7 - L5440-5 Water 8240 VOLATILES,

REPORT TYPE _ L5440-15 Water EDD - DISK DEL.,
L5440-15 Water GCMS2 -
L5440-15 Water INORG TYPE 2 RPT"
L5440-15 Water RAD RPT TYPE 2,

000016A
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LOCKHEED ANALYTICAL SERVICES

COMMON IONS AND ADDITIONAL ANALYTES

Sample Results

IClient Sample ID: BOGKN5 jDate Collected: 23-SEP-95 ^

[Matrix: Water jDate Received: 26-SEP-95 ^

Constituent
., . .

Units
-

Method Result Reporting
DetiLimit

Data
Qualifier(s}

:Dgte
Analyzed

LAS
BatchIID

LAS
SamplelID

Chloride mg/L 300.0 11. 0.02 28-SEP-95 27883 L5440-9

Fluoride mg/L 300.0 0.27 0.1 02-OCT-95 27884 L5440-9

Nitrate-N mg/L 300.0 5.8 0.02 H 28-SEP-95 27885 L5440-9

Ortho Phosphate mg/L 300.0 < 0.1 0.1 H 02-OCT-95 27886 L5440-9

Sulfate mg/L 300.0 47. 0.1 28-SEP-95 27887 L5440-9

Anmonia Nitrogen mg/L 350.1 < 0.05 0.05 29-SEP-95 27888 L5440-10

Sulfide mg/L 9030 < 3 3 28-SEP-95 27876 L5440-11

000017



LOCKHEED ANALYTICAL SERVICES

Sample Results

Client Sample ID: BOGKNS Date Collected: 23-SEP-95

Matrix: Water Date Received: 26-SEP-95

Percent Solids: N/A

Constitaent ', Units Method
--

ResUlt
'

IDL ROL Data
Ouel

Dllutjon Data
Analyied

LAS
Batcii ID

LAS
SamplejO

ALUMINUM, TOTAL mg/L 6010 < 0.021 0.021 0.20 U 1 24-OCT-95 28809 L5440-8

ANTIMONY, TOTAL mg/L 6010 < 0.051 0.051 0.060 U 1 24-OCT-95 28809 L5440-8

BARIUM, TOTAL mg/L 6010 0.049 0.014 0.20 B 1 24-OCT-95 28809 L5440-8

BERYLLIUM, TOTAL mg/L 6010 < 0.0010 0.0010 0.0050 U 1 24-OCT-95 28809 L5440-8

CADMIUM, TOTAL mg/L 6010 < 0.0050 0.0050 0.0050 U 1 24-OCT-95 28809 L5440-8

CALCIUM, TOTAL mg/L 6010 48. 0.026 5.0 1 24-OCT-95 28809 L5440-8

CHROMIUM, TOTAL mg/L 6010 0.0046 0.0040 0.010 B 1 24-OCT-95 28809 L5440-8

COBALT, TOTAL mg/L 6010 < 0.0060 0.0060 0.050 U 1 24-OCT-95 28809 L5440-8

COPPER, TOTAL mg/L 6010 < 0.0030 0.0030 0.025 U 1 24-OCT-95 28809 L5440-8

IRON, TOTAL mg/L 6010 0.44 0.0090 0.10 1 24-OCT-95 28809 L5440-8

MAGNESIUM, TOTAL mg/L 6010 13. 0.038 5.0 1 24-OCT-95 28809 L5440-8

MANGANESE, TOTAL mg/L 6010 0.0021 0.0020 0.015 B 1 24-OCT-95 28809 L5440-8

NICKEL, TOTAL mg/L 6010 < 0.014 0.014 0.040 U 1 24-OCT-95 28809 L5440-8

POTASSIUM, TOTAL mg/L 6010 6.4 0.52 5.0 1 24-OCT-95 28809 L5440-8

SILVER, TOTAL mg/L 6010 < 0.0030 0.0030 0.010 U 1 24-OCT-95 28809 L5440-8

SODIUM, TOTAL mg/L 6010 17. 0.046 5.0 1 24-OCT-95 28809 L5440-8

VANADIUM, TOTAL mg/L 6010 0.010 0.0040 0.050 B 1 24-OCT-95 28809 L5440-8

ZINC, TOTAL mg/L 6010 0.012 0.0030 0.020 B 1 24-OCT-95 28809 L5440-8

ARSENIC, TotaL mg/L 7060 0.0061 0.0040 0.010 BW 1 26-OCT-95 28810 L5440-8

LEAD, TOTAL mg/L 7421 < 0.0010 0.0030 0.0030 U 1 26-OCT-95 28810 L5440-8

SELENIUM, TOTAL mg/L 7740 < 0.0030 0.0030 0.0050 U 1 26-OCT-95 28810 L5440-8

THALLIUM, TOTAL mg/L 7840 0.0040 0.0040 0.010 NWU 1 27-OCT-95 28810 L5440-8

000022



LOCKHEED ANALYTICAL SERVICES

Sample Results

Client Sample ID: BOGKN6 Date Collected: 23-SEP-95

Matrix: Filt H20 Date Received: 26-SEP-95

Percent-Solids: N/A

Constituent Units Method ': Result IDt 'RDL Data Dilution Date LASLAS.
Dual Analyzed Batch tD Sempte IO

ALUMINUM, DISSOLVED mg/L 6010 < 0.021 0.021 0.20 U 1 24-OCT-95 28790 L5440-14

ANTIMONY, DISSOLVED mg/L 6010 0.064 0.051 0.060 1 24-OCT-95 28790 L5440-14

BARIUM, DISSOLVED mg/L 6010 0.052 0.014 0.20 B 1 24-OCT-95 28790 L5440-14

BERYLLIUM, DISSOLVED mg/L 6010 < 0.0010 0.0010 0.0050 U 1 24-OCT-95 28790 L5440-14

CADMIUM, DISSOLVED mg/L 6010 < 0.0050 0.0050 0.0050 U 1 24-OCT-95 28790 L5440-14

CALCIUM, DISSOLVED mg/L 6010 54. 0.026 5.0 1 24-OCT-95 28790 L5440-14

CHROMIUM, DISSOLVED mg/L 6010 < 0.0040 0.0040 0.010 U 1 24-OCT-95 28790 L5440-14

COBALT, DISSOLVED mg/L 6010 < 0.0060 0.0060 0.050 U 1 24-OCT-95 28790 L5440-14

COPPER, DISSOLVED mg/L 6010 < 0.0030 0.0030 0.025 U 1 24-OCT-95 28790 L5440-14

IRON, DISSOLVED mg/L 6010 < 0.0090 0.0090 0.10 U 1 24-OCT-95 28790 L5440-14

MAGNESIUM, DISSOLVED mg/L 6010 14. 0.038 5.0 1 24-OCT-95 28790 L5440-14

MANGANESE, DISSOLVED mg/L 6010 < 0.0020 0.0020 0.015 U 1 24-OCT-95 28790 L5440-14

NICKEL, DISSOLVED mg/L 6010 < 0.014 0.014 0.040 U 1 24-OCT-95 28790 L5440-14

POTASSIUM, DISSOLVED mg/L 6010 6.5 0.52 5.0 1 24-OCT-95 28790 L5440-14

SILVER, DISSOLVED mg/L 6010 0.0030 0.0030 0.010 B 1 24-OCT-95 28790 L5440-14

SODIUM, DISSOLVED mg/L 6010 18. 0.046 5.0 1 24-OCT-95 28790 L5440-14

VANADIUM, DISSOLVED mg/L 6010 0.0093 0.0040 0.050 B 1 24-OCT-95 28790 L5440-14

ZINC, DISSOLVED mg/L 6010 < 0.0030 0.0030 0.020 U 1 24-OCT-95 28790 L5440-14

ARSENIC; DISSOLVED mg/L 7060 0.0057 0.0040 0.010 B 1 27-OCT-95 28811 L5440-14

LEAD, DISSOLVED mg/L 7421 < 0.0030 0.0030 0.0030 U 1 26-OCT-95 28811 L5440-14

SELENIUM, DISSOLVED mg/L 7740 < 0.0030 0.0030 0.0050 U 1 28-OCT-95 28811 L5440-14

THALLIUM, DISSOLVED mg/L 7840 < 0.0040 0.0040 0.010 UN 1 27-OCT-95 28811 L5440-14
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LOCKHEED ANALYTICAL SERVICES

RAD DATA REPORT (ra01)

Bechtel Hanford, Inc. * Richland, WA

Bechtel Hanford Project (Project BECHTEL-HANFORD)

Client Sample ID: BOGKN5 LAL Sample ID: L5440-12

Date Collected: 23-SEP-95 Date Received: 26-SEP-95

Matrix: Water Login Number: L5440

it s tiX MpX. : DaCa sS ^.n;.^ ^` ^7lcti^iv c.,,, . , . ..,. . . <, , Y. .>EX.^.. .... . . . ..... . . ^D < . „ .

Gross Alpha 11-OCT-95 GR ALP/BETA LAL-0060_27812 2.1 1.6 2.2 pCi/L

Gross Beta 11-OCT-95 GR ALP/BETA LAL-0060_27812 6.5 1.7 2.2 pCi/L

Uranium 06-OCT-95 U TOTAL KPA (INORG) 27889 6.29 0.32 0.63 ug/L

Page 2
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LOCKHEED ANALYTICAL SERVICES

RAD DATA REPORT (ra01)

Bechtel Hanford, Inc. "' Richland, WA

Bechtel Hanford Project ( Project BECHTEL-HAI

Client Sample ID: BOGRNS

Date Collected: 23-SEP-95

Matrix: Water

LAL Sample ID: L5440-12

Date Received: 26-SEP-95

Login Number: L5440

Gross Alpha 11-OCT-95 GR ALP/BETA LAL-0060_27812

Gross Beta 11-OCT-95 GR ALP/BETA LAL-0060_27812

Uranium 06-OCT-95 U TOTAL KPA ( INOR(3) 27889

Page 2

2.1 1.6 2.2 pCi/L

6.5 1.7 2.2 pCi/L

6.29 0.32 0.63 ug/L
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Lockheed Analytical Laboratory
Metals Analytical Data

Technical Review Checklist
(Analvst) `

Analyst Name JPrint): Instrument: ethod: V^QIA^

Batch Number Client Name Code Comments e«><tt aneet
incluEed YM

Acs
ued.ted YM

27gB^ FSFEs^T ^

10 Prop Blank data was not within criteria

11 Laboratory Control Sample was not within criteria
12 Duplicate Precision was not met

13 Matrix Spike recovery was not within criteria
00 Other

Description Yee No Comments

Completeness Review
1. Were the standard operating procedures ISOP) followed? ^

2. Are all raw data available and labeled properly (e.g., methods used,
units, sample IDs, dilution factors, reruns)?

3. Are all abnormalities in the raw data noted and/or explained?

4. Were all the client samples analyzed for all constituents and QC as
specified on the LAL Bench Sheets?

Data Quality Assessment
5. Was the sample properly preserved and analyzed within the method-

specified holding time?

6. Were the instrument calibration criteria met?
3

7. Are the initial and continuing calibration verification samples data
bracketing the samples of interest within criteria?

3

8. Are the bracketing initial and continrRng calibration blank data within
criteria?

9. For /CP Only.• Are the interference check standard recovery data within
criteria?

Notes and comments:

I eettily, to the best of my Rnaw/edge. that tM data sts scceptsb/e and in comp/iatnce with the /sbotstory pol7du and dient requests,
except as noted above.

/o1in195

^ 1. Ict 19s ^(^A A.^rt ^iF4 = f ^^
Analyst Signature/Date $econd,Sry Revlewer Initials/Date
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Lockheed Analytical Laboratory
Sample Preparation Worksheet for Total Uranium (KPA) Analysis

Date prep Started : t06115
Wnrlrormm W,xntw • it 7YlTei. tCDe liNnR(:l 27RR9

Matrix : Water

Preo Doe Date : 31-Oct-95

CLIENt
. ... .

L5440-12

I Al
.n......c. ,...

27889DUP1
..

t^C ltLTC^tJ[Y^
.... - ..

DUPI o

1JILTJITC^kI
.:..n ^..<.m .

CU^i^ x^y^ ^ ^ ^..^^^
-..v^M 1:T3'"n & ... a . ti......Mmrc _^frJ..r. . .. . . .

: 5- 049

..
lu
ka+ :..,....#,s D . '^'... ...

DUP
„s,. .c .. .

09/29/95

Lab Ctd Sample 27889LCS1 ;I Lcst LCS 09/29/95

Method Blank 27889MBB1 <1 :' Meet MB 09/29/95

L5440-12 `: 4: MS1 ^ ^ 1e3 MS 09/29/95

BOGKN5 :r3;: SMPI,MSS7 BeehtelHanfoid.lnc• 09/23/95
:.^:

.7

M

$'

9

1Q:
1.1..
12
13

14
15

i6
17.-
1&
19:
20

"2i:
22-
23: .

24
COMMENTS:

Atrio>nitalFCGV."; :_ ^ a AiavnritofL^S':°z"z. 0. -^ .. Aad4^Yt',i^^ 0.1-ta 1^ -
CCU.ACtiVi : S LCSActtV1 m b MS ;;:J 1o b

Balance Nnmber : I ( ) Pipette Nttmber : ( )

O O
§ample Prep Analyst : 4% 4(q5

Tracer, LCS, & MS added by: tfi:::

Witnessed by :

Checked by :

CO)
0̂
0
a
0



RADIATION RESULTS CHECK REPORT

Workgroup Number: U TOTAL KPA (INORG)_27889

Sample Parameter Vatue Error MDA

27889DUP1 Uraniun 5.97504 0.308021 0.634

27889LCS1 Uraniun 111.841 6.54819 0.634

27889MBB1 Uraniun -0.0439651 0.00234615 0.634

27889MS1 Uraniun 109.746 6.41925 0.634

L5440-12 Uraniun 6.28828 0.324168 0.634

At IL

000045



Lockheed Analytical Laboratory
Uranium Total by KPA (0168)

U TOTAL KPA (INORG)_27889
V95234

Count Final Total Count Aliqout Dilution
LALID Date Nuclide Activity Error MDA Error (mL) Factor

0.634
27889DUP1 10/06/95 Uranium 5.975 0.308 0.634 0.075 10 1
27889LCS1 10/06/95 Uranium 111.841 6.548 0.634 3.407 10 1
27889MBB1 10/06/95 Uranium -0.044 0.002 0.634 0.001 10 1
27889MS1 10/06/95 Uranium 109.746 6.419 0.634 3.331 10 1
L5440-12 10/06/95 Uranium 6.288 0.324 0.634 0.079 10 1
LCS Recovery = 111.8/100.0 = 111.8°0. MSI Recovery = 103.458/100.000 = 103.5 SMPI,DUP1 RER = 0.50, RPD = 5.1 %.

^u

0

0
0
0
0

' ,4



Lockheed Analytical Laboratory

Method Detection Concentration (MDC) Worksheet

Total U by KPA

Aqueous Matrix

::: . ,:: . .
Date.

.
Batch #

..,_....,.. _.......
u fL

10/6/95 8:57:51 AM 27889 -0.04397

10/4/95 4:13:56 PM 27683 -0.04138

19/18/95 26757 -0.0215

9/14/95
1
27052 0.0351

9/14/95 26756 0.0399

9/14/95 27355 0.0385

9/8/95 8:28:39 AM 26576 -0.01937

9/8/95 26755 - 0.201

9/7/95 11:56:37 AM 26755 0.0636

19/7/95 9:53:42 AM 26476 0.07079

9/6/95 2:08:53 PM 26475 ^0.10922

8/29/95 10:44:05 AM 25666 -0.10535

8/24/95 16826228 0.0424

8/23/95 1 16826123 - 0.0818

8/19/95 16826424 0.

8/15/95 6:40:30 PM 26117 0.

8/15/95 16826045 0.

;8/9/95 i 16825940 10.436

,8/9/95 16825829 0.

8/9/95 16826051 10.295

Method Blank Average = 0.02657

Standard Deviation = 0.13626

MDC = 0.63361 ug/L

MDC = 4.65 * Standard Deviation

...m,
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, 7N Nttlinnttl 3nstitute of 3tttnDttrDs & LerlTnul>Jgy

TPrlifiralP IIf Anttllpis

Standard Reference Material 3164

Spectrometric Standard Solution

Uranium

Batch Code 390709

This Standard Reference Material (SRM) is intended for use in atomic absorption spectrometry, optical emission
(plasma) spectrometry, spectrophommetry, or any other analytical technique that requires aqueous standard solutions
for calibrating instruments. SRM 3164 is a single element solution prepared gnvimetrically to contain 10 mg/mL
of uranium with a nitric acid concentration (V/V) of 10 percent. The certified value is based on a gravimetric
procedure, he., weight per volume composition of the high-purity uranium oxide dissolved in NIST high-purity
reagents. The uncertainty listed is based on gravimetric and volumetric uncertainties of the preparation and the
effect of solvent transpiration through the container walls for one year after the bottle is removed from the plastic
sleeve.

Concentration
Metal (mg/mL)

U 10.00 ± 0.03

Source Acid Conc. (VIV)
Purity, % Approzimate

NBL-CRM 129 (99.968%) HNO3, 10%
(formerly SRM 95Ob)

Procedures for Use

Stability: This certification is valid for one year from the date of shipment from NIST provided the solutions are
kept tightly capped and stored under normal laboratory conditions. NIST will monitor the stability of representative
solutions from this SRM lot and if changes occur that invalidate this certification, N1ST will notify purchasers.

Preparation of Working Standard Solutions: All solutions should be brought to 22 ± 1•C and all glass or
plastic surfaees coming into contact with the staadard must have been previously cleaned. A working standard
solution can be prepared from the SRM solution by serial dilution. Dilutions should be made with certified
volumetric class A flasks and 3 or 10 mL clau A pipets. All volumetric transfets of solutions should be performed
using a proven analytical technique. Each dilution should be acidified with an appropriate high-purity acid and
diluted to calibrated volume using high-purity water. The stability of the worl®g standard solution will depend on
the final acid eaoemaatioa: tberefote, care should be exercised to ensure that the final acid concentration of the
dilution closely approximates that of the SRM. To achieve the highest accuracy, the analyst should prepare daily
working solutions from 100 µg/mL dilutions of the original SRM solution.

SRM 3164 was prepared by T.A. Butler of the NIST Inorganic Analytical Research Division. Inductively coupled

plasma emission spectrometric analyses were made by T.A. Butler and L.J. Wood.

The technical and support aspects involved in the prepantion, certification, and issuance of this SRM were

coordinated through the Standard Reference Materials Program by J.S. Kaoe.

Gaithersburg, MD 20899
October 5, 1993

Thomas E. Gills, Acting Chief
Standard Refereaee Materials Program
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LOCKHEED ANALYTICAL SERVICES
GC/MS FOR VOLATILE ORGANICS

8240 VOLATILES

Client Sample ID: BOGKNS LAL Sample ID: L5440-2

Date Collected: 23-SEP-95 Date Received: 26-SEP-95

Date Analyzed: 02-OCT-95 Analytical Dilution: 1

Matrix: Water Analytical Batch ID: 100295-8260-E2

Preparation Dilution: 1.00

^ ;';'$L3R$pf'^h:S!E RECOVBRY
QCLimits

1 2-Dichloroethane-d4 100 84-122

Toluene-d8 108 87-117

Bromo£luorobenzene 102 83-118

, , , .. .,., ...
. ; .; ,.

..;. ,,.. . '. . ,..
....

DATA
. ,

.._:: ^kRP.CTSCATs , ;E^^

CONSTITUENT

;

310

.,,
,^BALTt`ITA'1'I014 Ll`MTT QLIALIFIER(8)'

iL:

Chloromethane 74-87-3 <5.0 5.0

Vinyl Chloride 75-01-4 <5.0 5.0

Bromomethane 74-83-9 <5.0 5.0

Chloroethane 75-00-3 <5.0 5.0

Trichlorofluoromethane 75-69-4 <5.0 5.0

Acetone 67-64-1 <10. 10.

1,1-Dichloroethene 75-35-4 <5.0 5.0

Carbon Disulfide 75-15-0 <5.0 5.0

Methylene Chloride 75-09-2 <5.0 5.0

trans-1,2-Dichloroethene 156-60-5 <5.0 5.0

Vinyl Acetate 108-05-4 <10. 10.

1,1-Dichloroethane 75-34-3 <5.0 5.0

2-Butanone 78-93-3 <10. 10.

cis-1,2-Dichloroethene 156-59-2 <5.0 5.0

Chloroform 67-66-3 <5.0 5.0

1,1,1-Trichloroethane 71-55-6 <5.0 5.0

Carbon tetrachloride 56-23-5 <5.0 5.0

1,2-Dichloroethane 107-06-2 <5.0 5.0

Benzene 71-43-2 <5.0 5.0

Trichloroethene 79-01-6 <5.0 5.0

1,2-Dichloropropane 78-87-5 <5.0 5.0

Bromodichloromethane 75-27-4 <5.0 5.0

2-Chloroethylvinylether 110-75-8 <20. 20.

4-Methyl-2-Pentanone 108-10-1 <10. 10.

cis-1,3-Dichloropropene 10061-01-5 <5.0 5.0

Toluene 108-88-3 <5.0 5.0

trans-1,3-Dichloropropene 10061-02-6 <5.0 5.0

2-Hexanone 591-78-6 <10. 10.

1,1,2-Trichloroethane 79-00-5 <5.0 5.0

Tetrachloroethene 127-18-4 <5.0 5.0

Dibromochloromethane 124-48-1 <5.0 5.0

Chlorobenzene 108-90-7 <5.0 5.0

Ethylbenzene 100-41-4 <5.0 5.0

m,p-Xylene 1330-20-7 <5.0 5.0

o-Xylene 95-47-6 <5.0 5.0

Styrene 100-42-5 <5.0 5.0

Bromoform 75-25-2 <5.0 5.0

1,1,2,2-Tetrachloroethane 79-34-5 <5.0 5.0

1,3-Dichlorobenzene 541-73-1 <5.0 5.0

1,4-Dichlorobenzene 106-46-7 <5.0 5.0

1,2-Dichlorobenzene 95-50-1 <5.0 5.0

LJ3873STANDARD Page 1
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LOCKHEED ANALYTICAL SERVICES
GC/MS FOR VOLATILE ORGANICS

8240 VOLATILES

Client Sample ID: BOGKN7 LAL Sample ID: L5440-5

Date Collected: 23-SEP-95 Date Received: 26-SEP-95

Date Analyzed: 03-OCT-95 Analytical Dilution: 1
Matrix: Water Analytical Batch ID: 100295-8260-E2

Preparation Dilution: 1.00

Si3$R.CJGAT$ RECQVBRX

1 QC Limits
^1 2-Dichloroethane-d4 101 84-122

^Toluene-d8 106 87-1 17
Bromofluorobenzene 101 83-118

kRItCTTCAI DATA
CGNS'YITE3ENT CA$ Nq RESff.L'F` '^„SAANTIT2IT^CIN LIx4S.T` QC7AL'^FIER('s}

5 ?1^^^+i^ 1^^1^ , ., . . . .,..... .. . .... . .... ... s . . .,, ., , , ,. ... , ... ,.,,. .. .... . ... ,.. .. ,

Chloromethane 74-87-3 <5.0 5.0

Vinyl Chloride 75-01-4 <5.0 5.0

Bromomethane 74-83-9 <5.0 5.0

Chloroethane 75-00-3 <5.0 5.0
Trichlorofluoromethane 75-69-4 <5.0 5.0

Acetone 67-64-1 <10. 10.

1,1-Dichloroethene 75-35-4 <5.0 5.0

Carbon Disulfide 75-15-0 <5.0 5.0
Methylene Chloride 75-09-2 <5.0 5.0
trans-l,2-Dichloroethene 156-60-5 <5.0 5.0
Vinyl Acetate 108-05-4 <10. 10.

1,1-Dichloroethane 75-34-3 <5.0 5.0
2-Butanone 78-93-3 <10. 10.
cis-1,2-Dichloroethene 156-59-2 <5.0 5.0

Chloroform 67-66-3 <5.0 5.0

1,1,1-Trichloroethane 71-55-6 <5.0 5.0
Carbon tetrachloride 56-23-5 <5.0 5.0
1,2-Dichloroethane 107-06-2 <5.0 5.0

Benzene 71-43-2 <5.0 5.0

Trichloroethene 79-01-6 <5.0 5.0
1,2-Dichloropropane 78-87-5 <5.0 5.0
Bromodichloromethane 75-27-4 <5.0 5.0

2-Chloroethylvinylether 110-75-8 <20. 20.
4-Methyl-2-Pentanone 108-10-1 <10. 10.

cis-1,3-Dichloropropene 10061-01-5 <5.0 5.0
Toluene 108-88-3 <5.0 5.0
trans-1,3-Dichloropropene 10061-02-6 <5.0 5.0

2-Hexanone 591-78-6 <10. 10.

1,1,2-Trichloroethane 79-00-5 <5.0 5.0

Tetrachloroethene 127-18-4 <5.0 5.0
Dibromochloromethane 124-48-1 <5.0 5.0
Chlorobenzene 108-90-7 <5.0 5.0
Ethylbenzene 100-41-4 <5.0 5.0

m,p-Xylene 1330-20-7 <5.0 5.0
o-Xylene 95-47-6 <5.0 5.0
Styrene 100-42-5 <5.0 5.0
Bromo£orm 75-25-2 <5.0 5.0
1,1,2,2-Tetrachloroethane 79-34-5 <5.0 5.0
1,3-Dichlorobenzene 541-73-1 <5.0 5.0
1,4-Dichlorobenzene 106-46-7 <5.0 5.0
1,2-Dichlorobenzene 95-50-1 <5.0 5.0

LJ3873STAIPDARD Page 1
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LOCKHEED ANALYTICAL SERVICES
SPIKED SAMPLE RESULT

GC/MS FOR VOLATILE ORGANICS

Client Sample ID: BOGKN7 LAL Sample ID: 28098MS

Date Collected: 23-SEP-95 Date Received: 26-SEP-95

Date Analyzed: 03-OCT-95 Analytical Dilution: 1

Analytical Batch ID: 100295-8260-E2

Preparation Dilution: 1.00

C Limits

1,2-Dichloroethane-d4 103 84-122

Toluene-d8 104 87-117

Bromofluorobenzene 103 83-118

...:... .. ..:...::.. ,. .....:.. ..,, ....., ,,..
k'kAC`^^tAi, , . DATA

CONSTITUENT .^- E."A$ NO r''RESETS;T QCTAt3't`IT.7ITTC}R LIMIT '^ QURLIFIER(s)

Chloromethane 74-87-3 <5.0 5.0
Vinyl Chloride 75-01-4 <5.0 5.0

Bromomethane 74-83-9 <5.0 5.0
Chloroethane 75-00-3 <5.0 5.0

Trichlorofluoromethane 75-69-4 <5.0 5.0
Acetone 67-64-1 <10. 10.

1,1-Dichloroethene 75-35-4 37. 5.0

Carbon Disulfide 75-15-0 <5.0 5.0

Methylene Chloride 75-09-2 <5.0 5.0
trans-1,2-Dichloroethene 156-60-5 <5.0 5.0
Vinyl Acetate 108-05-4 <10. 10.

1,1-Dichloroethane 75-34-3 <5.0 5.0
2-Butanone 78-93-3 <10. 10.
cis-1,2-Dichloroethene 156-59-2 <5.0 5.0

Chloroform 67-66-3 <5.0 5.0

1,1,1-Trichloroethane 71-55-6 <5.0 5.0

Carbon tetrachloride 56-23-5 <5.0 5.0
1,2-Dichloroethane 107-06-2 <5.0 5.0

Benzene 71-43-2 48. 5.0

Trichloroethene 79-01-6 43. 5.0
1,2-Dichloropropane 78-87-5 <5.0 5.0
Bromodichloromethane 75-27-4 <5.0 5.0
2-Chloroethylvinylether 110-75-8 <20. 20-
4-Methyl-2-Pentanone 108-10-1 <10. 10.

cis-1,3-Dichloropropene 10061-01-5 <5.0 5.0
Toluene 108-88-3 49. 5.0

trans-1,3-Dichloropropene 10061-02-6 <5.0 5.0
2-Hexanone 591-78-6 <10. 10.

1,1,2-Trichloroethane 79-00-5 <5.0 5.0
Tetrachloroethene 127-18-4 <5.0 5.0

Dibromochloromethane 124-48-1 <5.0 5.0
Chlorobenzene 108-90-7 52. 5.0
Ethylbenzene 100-41-4 <5.0 5.0
m,p-Xylene 1330-20-7 <5.0 5.0
o-Xylene 95-47-6 <5.0 5.0
Styrene 100-42-5 <5.0 5.0
Bromoform 75-25-2 <5.0 5.0
1,1,2,2-Tetrachloroethane 79-34-5 <5.0 5.0
1,3-Dichlorobenzene 541-73-1 <5.0 5.0
1,4-Dichlorobenzene 106-46-7 <5.0 5.0
1,2-Dichlorobenzene 95-50-1 <5.0 5.0

LJ3873STANDARD Page 1
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LOCKHEED ANALYTICAL SERVICES
SPIKED SAMPLE RESULT
GC/MS FOR VOLATILE ORGANICS

Client Sample ID: BOGKN7 LAL Sample ID: 28098MSD
Date Collected: 23-SEP-95 Date Received: 26-SEP-95
Date Analyzed: 03-OCT-95 Analytical Dilution: 1

Analytical Batch ID: 100295-8260-E2
Preparation Dilution: 1.00

9tti?RpCsAT&.R.$C9VERY ..:`:
QC Limits

1,2-Dichloroethane-d4 102 84-122
Toluene-d8 107 87-117
Bromofluorobenzene 105 83-118

.. .,,. ... .
pRIiCTICAI iTATA "

CONST^3.'C3^L7T ^13SkFf) '. , 12VSTF£Y QIIA[1TTTATIOtT LTMIT ' Qt1^IFIER^sj
„ ugl? 4I, ;:, u51^ .

Chloromethane 74-87-3 <5.0 5.0
Vinyl Chloride 75-01-4 <5.0 5.0
Bromomethane 74-83-9 <5.0 5.0
Chloroethane 75-00-3 <5.0 5.0
Trichlorofluoromethane 75-69-4 <5.0 5.0
Acetone 67-64-1 <10. 10.
1,1-Dichloroethene 75-35-4 37. 5.0
Carbon Disulfide 75-15-0 <5.0 5.0
Methylene Chloride 75-09-2 <5.0 5.0
trans-l,2-Dichloroethene 156-60-5 <5.0 5.0
Vinyl Acetate 108-05-4 <10. 10.
1,1-Dichloroethane 75-34-3 <5.0 5.0
2-Butanone 78-93-3 <10. 10-
cis-1,2-Dichloroethene 156-59-2 <5.0 5.0
Chloroform 67-66-3 <5.0 5.0
1,1,1-Trichloroethane 71-55-6 <5.0 5.0
Carbon tetrachloride 56-23-5 <5.0 5.0
1,2-Dichloroethane 107-06-2 <5.0 5.0
Benzene 71-43-2 54. 5.0
Trichloroethene 79-01-6 44- 5.0
1,2-Dichloropropane 78-87-5 <5.0 5.0
Bromodichloromethane 75-27-4 <5.0 5.0
2-Chloroethylvinylether 110-75-8 <20. 20.
4-Methyl-2-Pentanone 108-10-1 <10. 10.
cis-1,3-Dichloropropene 10061-01-5 <5.0 5.0
Toluene 108-88-3 49. 5.0
trans-1,3-Dichloropropene 10061-02-6 <5.0 5.0
2-Hexanone 591-78-6 <10. 10.
1,1,2-Trichloroethane 79-00-5 <5.0 5.0
Tetrachloroethene 127-18-4 <5.0 5.0
Dibromochloromethane 124-48-1 <5.0 5.0
Chlorobenzene 108-90-7 54. 5.0
Ethylbenzene 100-41-4 <5.0 5.0
m,p-Xylene 1330-20-7 <5.0 5.0
o-Xylene 95-47-6 <5.0 5.0
Styrene , 100-42-5 <5.0 5.0
Bromoform 75-25-2 <5.0 5.0
1,1,2,2-Tetrachloroethane 79-34-5 <5.0 5.0
1,3-Dichlorobenzene 541-73-1 <5.0 5.0
1,4-Dichlorobenzene 106-46-7 <5.0 5.0
1,2-Dichlorobenzene 95-50-1 <5.0 5.0

LJ3873STANDARD Page 1
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LOCKHEED ANALYTICAL SERVICES
MATRIX SPIKE DATA SUMMARY

GC/MS FOR VOLATILE ORGANICS

Client Sample ID: BOGKN7 LAL Sample ID: 28098MS

Date Collected: 23-SEP-95 Date Received: 26-SEP-95

Date Analyzed: 03-OCT-95 Analytical Dilution: 1

Analytical Batch ID: 100295-8260-E2

Preparation Dilution: 1.00

;,:. .
SL3RRpGATB R^CQZ?fdRY: fl

. .. ,.....,.

OC Limits
1,2-Dichloroethane-d4 103 84-122

Toluene-dB 104 87-117

Bromofluorobenzene 103 83-118

W3873STANDARD 1
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LOCKHEED ANALYTICAL SERVICES
MATRIX SPIKE DUPLICATE DATA SUMMARY

GC/MS FOR VOLATILE ORGANICS

Client Sample ID: BOGKN7 LAL Sample ID:

Date Collected: 23-SEP-95 Date Received:

Date Analyzed: 03-OCT-95 Analytical Dilution:
Analytical Batch ID:

Preparation Dilution:

26-SEP-95

1
100295-8260-E2

1.00

Si3RRtX'vATE RECOVERY ^Ck:. -. '.' ., . ...,. _.
QC Limits

1,2-Dichloroethane-d4 102 84-122

Toluene-d8 107 87-117

Bromo£luorobenzene 105 83-118

LJ3873STANDARD Page 1
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LOCKHEED ANALYTICAL SERVICES

RAD DATA REPORT (ra01)

Bechtel Hanford, Inc. * Richland, WA

Bechtel Hanford Project (Project BECHTEL-HANFORD)

Client Sample ID: BOGKN5

Date Collected: 23-SEP-95

Matrix: Water

Gross Alpha 11-OCT-95 GR ALP/BETA LAL-0060 27812
Gross Beta 11-OCT-95 GR ALP/BETA LAL-0060 27812
Uraniua 06-OCT-95 U TOTAL KPA ( INORG) 27889

LAL Sample ID: L5440-12

Date Received: 26-SEP-95

Login Nuaber: L5440

2.1 1.6 2.2 pCi/L
6.5 1.7 2.2 pCi/L
6.29 0.32 0.63 ug/L

Page 2 000066A



RADIATION RESULTS CHECK REPORT

Workgroup Number: GR ALP/BETA LAL-0060_27812

SirVtR ...._. . Parameter: Value Error NOA

27812DUP1 Gross ALpha 0.0146056 2.97087 6.16435

27812LCS1 Gross Atpha 41.0937 4.77935 1.57387

27812MBB1 Gross Atpha 0.700113 0.695432 1.08298

2781214S1 Gross ALpha 82.0275 13.0683 5.8528

L5379-12 Gross ALpha 1.7533 3.20938 5.75075

L5440-12 Gross Alpha 2.05197 1.57114 2.20882

27812DUP1 Gross Beta 10.352 3.48101 4.97015

27812LCS1 Gross Beta 41.9867 3.64313 2.12547

27812MB81 Gross Beta 0.570641 1.19384 2.03893

278121481 Gross Beta 103.728 8.84446 5.14088

L5379-12 Gross Beta 7.94663 3.42358 5.1305

15440-12 Gross Beta 6.47903 1.65388 2.18383

QQOO7Sr\



'Faffiff"hAr Sciences Company

INTERDEPARTMENTAL COMMUNICATION

TO Document Control OEPT./
ORGN.

BLDG./ BLDG 9
ZONE

DATE August 08, 1994

PLANT/
FAC.

FROM Carl Schloesslin DEPT./ 5014
CS ORGN.

BLDG./ LAS
ZONE

SUBJECT:Tennelec LB4000.1 ( LB1) Gross Alpha Calibration

PLANT/ EXT.242
FAC.

Attached is calibration data of Americium-241 for gross alpha analysis by gas dr
proportional counting. This calibration was performed during July 12-15, 1992/4
on the LB4000.1 GPC. The results of this calibration is to be put in use
beginning August 08, 1994 and continue until a new calibration is performed
and approved.

Each calibration standard was counted in each detector long enough to acquire
at least 10,000 counts. Data regression techniques were used to produce a
quadratic-exponential fit of each detector's attenuation curve (efficiency
curve). A normalization factor was determined for each detector to relate
each detector to detector Al. Multiplying the efficiency determined from the
attenuation curve for detector Al by the normalization factor for the detector
in use produces a result within 1% of the actual efficiency of that detector.
Thus, a common absorption curve equation may be used for all detectors. This
equation is:

Efficiency = Exp (11.284 * wt2 - 10.158 * wt - 1.525)

The normalization factor determined for each detector is:

Al 1.0000 31 1.0149 Cl 1.0007 Dl 1.0087
A2 1.0530 B2 1.0272 C2 0.9871 D2 1.0007
A3 1.0653 B3 1.0521 C3 0.9875 D3 1.0144
A4 1.0710 B4 1.0656 C4 0.9796 D4 1.0145

The alpha into beta crosstalk equation used for each of the detectors is:

Crosstalk Factor= Exp (21.717 * wt2 - 1.612 * wt - 1.355)

This calibration is valid for sample weights of 0.1 mg to 146.7 mg.

A copy of this data package should be kept on file in document control with
previous radiochemistry calibrations of the Tennelec LB4000 gas proportional
counter for gross alpha analysis.

Approved by:

,^. o ./^
Ruae ^.i e, S rvi or

FORM LESC426-2
000076



86 Nott3o00K No.

PROJECT Atk ^ Cort n,:eC F.om Page .

SECONDARY / WORKING LEVEL
STANDARD DILUTION RECORD

Isotope:

From NIST traceable standard?:

Vendor or Certificate I.D. / of parent standard:

Diluted source logbook I.D. X:,"

Balance verification?:

Diluent used:

41 -

'I ES

. ,...'

^I/_A2LY-GO^ 1 i

DIIutlon „ ,.. ^
.

. . ... . . . ..... . . , .. .a:? ^..L . . .

Diluent:

Density of diluent (g/ml): k ,f-

a. Parent standard activity: 9 p/o po ,,,L

b. Amount of standard transferred:

c. Total amount of dilution:

d. Activity of dilution [a * b/ c]:

Dilution logbook I.D. N: (,yL _ 93- 1p6 p/f7u

Prepared by: 0,, Preparation date: a, y-
d--

Reviewed by: Review date:
ZY (.A yi

J

if the dituent remaim unchenw from the diluent used foe the dilution aoulea, then a weight dilutiau of a volume unit eoume can be perfonned wilhout e
densit y convenion. If the dituent chen ee a vei hted nion density convenion is necessa ry .

LAL-Yl-JVY-U174

M

11 Read and Understood By

Continued on Page

Signed Date Signed Date

UU0076



ALPHA STANDARD SOLUTION

Radionuclide Am-241

Half Life: 432.7 ± 0.5 years

Catalog No.: 7241

Source No.: 388-100-1

De®cripticn of Soiutiaa
a. Mass of solution:

b. Chemical form:

c. Carrier eoeteat:

d. Density:

Rad"zoputities

Customer: LOCKHEED ENGINEERING & SCIENCES Co.

P.O.No.: 06LAB1245

Reference Date: November 1 1991 12;ee M.

Contained Radioactivity: 0.997 „M

5.0007

AmC13 in 0.5N HCI

Noneadded

1.0077

None detected

None detected

0.1994

Mdbod of G17bratica

Weighed aliquots of the solution were assayed using a liquid scintilLtion counter.

Uocrrtaiaty of Mmsmemmt

a. Systematic uncertainty in instrumeat calibration:

b. Random un«+*•in•y in assay:

c. Random uaceAainty in weighing(s):

d. Total tmceruinty at the 999f confidence level:

NLST Traoeabiillty

This calibration is implicitly traceable to the Natl

±2.09G

+ 0.756

+ 0.0Ar

±2.7%

oaal Institute of Standards and Technology.

Nofs
1. Nuclear data were taken from 'Table of Isotopes', Seventh Editioa, edited by Virginia S. Shirley.

2. [PL participates in an NIST measurement assurance program to establish and maintain implicit

traceability for a number of nuclides, based on the blind assay(and later N1ST certification) of Standard

Reference Materials. (As in NRC Regulatory Guide 4.15)

ISOTOPB PRODUCIS LABORATORIES

1800 No. Seystaoe Sbrod..

Iltrr6dC. Califomia 91S04

/Rrtl A13 - 70m

-
Q ALITY CONTROL

tnm/ml 0 20'C.

000080



LB4000.1 Am-241 Gross Alpha Calibrfition Data (Filename gacal193.1b1)

ID Desc Count Alpha Beta Hi Time Date CPM CPM EFF EFF Net A>>B EFF Fit X-T Fit

Time Counts Counts Voltage Alpha Beta Alpha Beta Weight X-Talk (qd-exp) (qd-exp)

Al ACAL01 25 0 24 1417.5 14:06:25 7-12-94 0.00 0.96 0.0000 0.0000 0.0010

Al ACAL14 25 12947 4934 1417.5 13:06:32 7-13-94 517.88 197.36 0.1990 0.0755 0.0001 0.3792 0.2173 0.2579

Al ACAL02 25 14521 3695 1417.5 14:41:54 7-14-94 580.84 147.80 0.2232 0.0564 0.0090 0.2528 0.1987 0.2546

Al ACAL03 25 11434 2909 1417.5 13:52:40 7-14-94 457.36 116.36 0.1758 0.0444 0.0188 0.2523 0.1804 0.2521

Al ACAL04 25 11807 3006 1417.5 13:24:15 7-14-94 472.28 120.24 0.1815 0.0458 0.0190 0.2526 0.1801 0.2521

Al ACAL05 25 9909 2343 1417.5 12:29:47 7-14-94 396.36 93.72 0.1523 0.0356 0.0374 0.2340 0.1512 0.2503

Al ACALO6 25 8523 2047 1417.5 12:02:21 7-14-94 340.92 81.88 0.1310 0.0311 0.0555 0.2374 0.1282 0.2521

At ACAL07 25 7210 1930 1417.5 11:24:13 7-14-94 288.40 77.20 0.1108 0.0293 0.0738 0.2644 0.1093 0.2577

Al ACAL08 25 7008 1799 1417.5 10:50:44 7-14-94 280.32 71.96 0.1077 0.0273 0.0739 0.2533 0.1092 0.2578

Al ACAL09 25 5435 1528 1417.5 16:53:15 7-13-94 217.40 61.12 0.0836 0.0231 0.0931 0.2767 0.0932 0.2679

Al ACAL10 25 5319 1487 1417.5 15:51:27 7-13-94 212.76 59.48 0.0818 0.0225 0.1070 0.2751 0.0835 0.2783

Al ACAL11 25 4838 1442 1417.5 15:18:33 7-13-94 193.52 57.68 0.0744 0.0218 0.1284 0.2931 0.0711 0.3000

Al ACAL12 25 5221 1527 1417.5 14:50:59 7-13-94 208.84 61.08 0.0803 0.0231 0.1283 0.2879 0.0712 0.2998

At ACAL13 25 3770 1299 1417.5 14:00:15 7-13-94 150.80 51.96 0.0580 0.0196 0.1467 0.3382 0.0625 0.3249

Efficiency Regression Output: X-T Regression Output:

Constant -1.5253 Constant -1.3552 Regressions for all efficiency curves & the Al

Std Err of Y Est 0.07579 Std Err of Y Est 0.0293 crosstalk curve are quadratic exponential fits.

R Squared 0.97426 R Squared 0.9239

No. of Observations 13 No. of Observations 10

Degrees of Freedom 10 Degrees of Freedom 7 ACAL14, ACAL05, & ACALO6 ware not used for the

crosstalk curve - poor data points.

X Coefficient(s) -10.1580 11.2837 X Coefficient(s) -1.6119 21.7165

Std Err of Coef. 1.6846 11.3911 Std Err of Coef. 0.8114 5.3127

C
C
C
C
Gv
N

Am-241 standard is 1.0 mL of LAL-93-LOG-474-86, 2602 dpm/mL on date of calibration.



82 Notebook No.

PROJECT Conunuee F•o^ aage

F INITIAL STANDARD DILUTION RECORD

Standard Information:

Isotope: •^ Vendor: -

Activity of Standard Received: )C W uCi Vendor I.D. x j4p 03-1

Weipht of Standard Received (g); ^0 0 LAL I.D. x: C.w

Standard Activity ( pCi/y): X 103 pCi/g NIST Traceable ? ai

Haiflife in Years or Days: yrs Certificate X:

Reference Date: 4 --1 Receiver's Name:

^Date Received:

Balance Verification?:

Diluent Used: U•

a: Decay Corrected Standard Activity (pCi/g): ' )C 1 0

b: Weight of the Source Transferred (g): .2 l0 7 0

c: Total diluted weight tp1:

d: Total Diluted Volume (mL)

e: Activity of Dilution by Weight (pCi/g) Is • b / c 1: 9.2 1•

Iff: Calculated Density of Solution (0/mt) (c / dl: () . q9

Activity of Dilution by Volume (pCi/mL) to • fl:

h. Dilution Lopbook I.D. X: `') - `t I`f• - 6 I- I

Prepared By: Preparation Date:

^3 0^9 y
\1

Reviewed By: Review Date: 6

Purity/Cross Check Rerformed By: Check Date:

Signed Date Signed Date

Q^^^517



'Z . (_ Va 5 / .3 i Y

A cS^ksi
^5r---

U.S. Environmental Protection Agency

Environmental Monitoring Systems Laboratory-Las Vegas

Nuclear Radiation Assessment Division

Calibration Certificate

Description
r^""°•^^•"°n""d• Strontium-90 N•"'''" 28.6

No,mnal.arvdy
27 nano cuns

Nom,n.,.a,,.n. 94003-1

Measurement Aaiv4ty Of principai radionuclide

Mmty per Wain of this soWtien

5.40 jj nano^w•• Strontium-90

.to.aon«N.rst.,. j April 1, 1994

Activity of daughter radionuclide

The anfieM wtiMr was .c<any.,w.d at Ur awud mn. OM

5.40 I t nano=w^ •ar e,•T

of this danigNt« n„ae. Yttrium-90

Total msss of this solution

I Approximately 5.0 °"m`

Method of measurement

The activity of the primary solution was measured
by liquid scintillation counting.

The activity of the dilution was measured by
liquid scintillation counting.

Useful Life
TMf ..tia,udi6is has &.uy.0 ew.ueh O. 0 h.h {i11.s time It Y... Op.^n.0 by EMSt.w

we temmT.M that this saaion .hswd .ot be used .e.. uQu s t 1994

This dilution was prepared for the 1994 ASTM
Collaborative Study of a test method for the
determination of Sr-90 in water.

QDQaIrJgi'(- f



LOCKHEED ANALYTICAL LABORATORY
BETA ACTIVITY CALCULATIONS FOR GROSS ALPHA/BETA ANALYSIS

SOP-LAL-91-0060

O
O
O

LAL PREP NO: Calibration Check

PARENT
LAL ID

DET PLANCHET
LAL ID

CTIME
(min)

COUNTS
BETA

COUNTS
BETA
BKG

EFF
BETA

ACTIVITY
BETA
(pCi/L)

CNT ERR
2 SIGMA
(pCi/L)

TTL ERR
2 SIGMA
(pCUL

MDA
BETA
(pCl/L)

FLAGS COUNT
DATE

D3 GABCHK1 30 16563 29.6 0.420 528.38 9.02 27.92 1.00 " 8/03/94

81 GABCHK1 30 16380 30.4 0.420 521.86 8.98 27.60 1.01 " 8/03/94

A3 GABCHK1 30 16749 28.6 0.430 520.33 8.86 27.48 0.96 * 8/03/94

C2 GABCHKI 30 15890 28.5 0.412 515.80 9.00 27.32 1.00 * 8/03/94

C3 GABCHK2 30 14898 30.3 0.412 505.63 8.72 26.74 1.03 * 8/03/94

Dt GABCHK2 30 14913 30.9 0.413 507.56 8.71 26.83 1.04 * 8/03/94

B2 GABCHK2 30 14878 29.4 0.420 495.90 8.55 26.23 1.00 ' 8/03/94

A2 GABCHK2 30 15206 28.4 0.422 502.34 8.60 26.55 0.98 ' 8103/94

Al GABCHK3 30 14541 29.3 0.394 530.62 9.01 28.02 1.06 " 8/03/94

C4 GABCHK3 30 14643 28.5 0.393 538.37 9.08 28.41 1.05 " 8/03/94

B3 GABCHK3 30 14949 30.1 0.408 526.96 8.82 27.79 1.04 ' 8/03/94

D4 GABCHK3 30 14053 26.9 0.368 547.90 9.48 28.99 1.09 ' 8/03/94

Comments: Kn n beds. :jf;lce 'S 531.8(+(;.*/4 -'o 14i9hcs+ !`ecorer = 103170

Lo^esf Recovara= 93,70 --^, Avera9c Recover.,- ^,P^7o

run log (-4 maint log (_--) calibration (+ inst check (--:y- insi bkg (--+- MBB (_)

Date Completed : a-8-9 M
Anlst Signature : L^

(_) DUP (_) calcs ( }-

Supervisor's Signature: 04"



PROJECT {^^PhlY Ve^/a G^ l J ContinuedFromPa9e

SECJNDARY/WORKING LEVEL
STANDARD DILUTION RECORD

Dilution Source Information

Isotope: f1-wr-2y1 /1:,^ sw7 -9 0

Parent Barcode Number U UD 3,3 /^/^^ 0y6
,.h-2yl sPC. ^YY-e^v-1

Vendor or Certificate I.D. # of Parent Standard: .,$ry-Yo N-Fsr- S2H </ Y IY6

A.r-zYl SI-oz2s-e^^-/

Diluted Source Logbook I.D. Sr'1--4 a 2l -U ^?-2 5-

Balance Verification?: %es

Diluent Used: N /f/U03

Dilution

S /0Dil a (/I N 41 x
Lzuent: .-, UN03 i21mS ,

'Density of diluent (g/ml): J^ /^
P •-2vt 9 tC

a: Parent Specific Activity: S.- - Q o G
o,

I 41k I n1 Sh14 0-
pw--?vI o. H, L

b: Amount of Source Transferred: ,$'.--yo h..f-9-naG

Soo ^c: Total amount of Dilution:

T t l V l f Dil SO 0d i La o p: o ume o ut on: ,

e: Activity of Dilution fa • b / cl: /I/A
/ LaA..<-svf 9•4f ^

f: Activity of Dilution (a • b/ d): S"r t/- 40 l2 CL,,.L !w S'^f ^90T

Dilution Logbook I.D. N: 9S! ] z l- ^ 3- ^

Prepared By: Preparation Date: g,L 3 9SS JJ±f : .
tReviewed By: C

'

Review Date: fl y

'tf the diluent remains unchanged from the diluant used for the dilution source, then a weight dilution of a volume unit source

can be performed without a density conversion. If the di:uent changes, a weighted proportion density convers io n is nece s sary.

Read and Understood By

Signed Date Signed Date



ALPHA STANDARD SOLUTION

Radionuclids Am-241

Half Life: 432.7 ± 0.5 yean

CauloB No.: 7241

Source No.: 388-100-1

Desaiptiaa of Solufiag
A. Maes of soludao:

b. Chem{cal focm:

c. Carriac caotmt:

d. Dmdty:

1laliod of Calliatrs

Cuuomcr. LOCKHEED ENGINEERING & SCIENCES Co.

P.O.No.: 06LAB 1245

Refesace Data November 1 1991 1=.00 PST,
Coo4imd Radiaacdviry: 0.997 A.

5.0007

AmC13 in 0.5N HCl
81201L

Nooe added

1.0077
Fw1a1120'C.

Now detectad

None daecoed

0.1994 Ada,ft

WciBhed aliquoa of the aolution were anayed udn8 a Gquid acinti0atiaa camlae.

Uioattnity of Nawume•t
A. Systematu uooatamty in w4sumeot aahbnpoc ±2.0%

b. Raadom uaceAaioty in aory= ±0.7%

a Raodom toa[Linq in weiSh9pg(s): ±O.Olf

d. ToW moaeaioty at to 99% coo5dmu bvel: ±2.7%

NL4P TacmrhWlt=
This eahibntioa is imipWdy tnonbla to the Nuimd iogipoa ot Smdscda and Tac6nob8y.

Nohs
1. Noolaat data were htas froa 'Tabb of Lotopu'. Savmh Editioa adiled by VirBioia S. Shirley.

2. IPL pacdcipataa in aa NiST meuummmt aaunon pro8am to mtabBgh and miwia implicit

traoeabiHty for a wmbar of nuclides baaed an the bliod aray(aad laoer NIST eati6cation) of Standard

Refr^ lAalriela. (As in NRC Rej*uLtory Guide 4.15)

11QP0lB pRODUCi3 LABORATOitISt

1800 Na ieysim S.
906mk. CGtifoas 91504

^ĈONTROL

000161



..,0 "^ - THIS IS A PHOTOCOPY OF THE CERTIFICATE
WHICH iS BEING MAILED TO YOU UNDER
SEPARATE COVER.

^'^^-•^ National Intitute of §btanbarDz & jgectinologp

'Eu.CCtifiCatE

Standard Reference Material 4919-G
Radioactivity Standard

Radionuclide Strontium-90

Source identification 4919-0

HA07

Source description Solution in NIST boraRicate-glass ampoule n>'

Solution composition Strontium-90 plus yttrium-90 phn appraotimately,
95 µg each of non-radioactive strontium anA
yttrium per gram at 1-moiu hydrochbric no 0

Man Approrimatelq 5.0 gamt

Radioactivity concentration

Reference time

Overall uncertainty

Photon-emitting impurities

Alpha-particle-emitting impurities

r1rIJ4Ktq

Meawring instrument

4314 z 101 Bq ga

1200 FST Augutt 1, 1990

1.05 peraeat M

t'tNone observed

None observed rn

283t0.2yeaotA

4xp liquid-scintillation counter

nis standard reference matetial was prepared in the Center for Radiation RaearsL, Iooiang Radiation
Division, Radioactivity Group, Da(e D. Hoppes, Group Leadec

Gaithersburg, MD 20899
;uary, 1991

William P. Reed, Acting Chief
Office of Standard Reference Materials

•Notes on back
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ALPHA STANDARD SOLUTION

Radiaomelida Am-241

Hall Life 432.7 t 0.5 yncs

Cualog No.: 7241

Source No.: 3bi-100•1

Dmziptios of Soheto,
a. Maas of soiuoac

b. Cbeminl [oamo

a. Cutier eaaomC

d. Daoaty:

00s3ac

CumWmec: LOCKHEED ENG(NEERtNG 8 SCIENCES Cc
P.O.No.: 06taB1243
Rafarma Dafk Novembec 1 1991 1=;pp M..
Cnar•:••• + Radiwcavity: 0.997 )IM

5.0007

AmC13 in 03N HC! JM`

Nons dded

1.0077
ausir 0 70`C.

Now dMecssd

Now deroeW -

0.1994
00131206

Narod of Caiiaoas

Waighd alipnta of 1Y wluooa were arayad triog a liqmd scaolWim coosor.

Usoeuity of Yeammmemt
a. sy.r..arie oso.eiaty in im.n+m.ec aafibntia.: ±2.011
b. Raodoa mowmiot7 is amaT- ±0.7%

o. R+nuo. ^wcuiatr in w+i01dal(.): ±0.0s

d. ToW osoraiaty at 1r 99% aoafidenn lswi: ±2.7%

NLTt Tmneiiiq
Tlis nG6noiaa is iapfidtlr haorbb a^a Natiorl irtiwa ai 9Yadsds aai T«i^olop.

Nal^
1. NooYu dmawm ohm 8am 'TabM o( 6obPw•. swai Bdfliom6 diW by Virnia S. sYdry.
2. 1t[. prtieipales a sm MSP awwneent asirace pwpaws to rMbi ai smiauia impiieit

hao^iiYly tot a rbar ofwdidm bmd oa tia btiei a@ay(aai YIr NLT[ anificatioy of strdrd
286^HaleiiL(As i NRC RKaWoey Guida 4.13)

,

fa-

MalPgXX)UM 1ABOAT(^

1=0 I. ^m ftw@L^

Cliifomil 9130t
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Z^ .3 51 ?'''''
q<.S^St

U.S. Environmental Protection Agency

Environmental Monitoring Systems Laboretory•Las Vegas

Nuclear Radiation Assessment Division

Calibration Certificate

Description
r..^..q.^.wb^.^.de. StrOntiLtm-90 "•0.b1t 1 28.6 vears7

Momma^ .n^.n^ 'Z'^ nano ei^'••

Nammn .elum. Q5 ^^ ^^ •^^°•""^0eit4 ^"'"°" 9 4 0 0 3-1

Measurement Activity of principal radionuclide

,.nmtv o« s•.m er 1Hia .awiw.

5. 40 nano ----•• ^' Strontium-90

.towoh«,s.sT^ April 1, 1994

Activity of daughter radionuclide

Tlw x•.ebN .nwwT .w. .cwruwM .t tM auw•0 tiiw• Or

5.40 II nano^•+ '•o M•'^

09 41»d&.1ft«^^+a• Yttrium-90

rnass of this seMtion

I Approximately 5.0 ""`

Method of lneasurNMnt

The activity of the primary solution was measured
by liquid scintillation counting.

The activity of the dilution was measured by
liquid scintillation counting.

Useful tJte
This piMwKliM PN{ Yr/yN drw.Eh Q. O Ma Mn..ioca a wN •m..•N by EMSL•tV

We ..o....ti urt dho wt:a sn.we t at ww..a .n« AUCUSt 1 9 4

This dilution was prepared for the 1994 ASTM
Collaborative Study of a test method for the

determination of Sr-90 in water.

000169
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Purity The manufacturer states that activities other than that of the principal nuclide
and of its daughter nuclides, if any. were estimated/known to be.

(t) less then
equal to of the principal activityu

12) less than
^equalto of the principal activity

13)
less than
equal to F--%

of the Principal actrvity

The activity of impurity (1) is not (2) is not (3) is not
included in the quoted figures of the principal acthmy.

Random Errors

The precision of this standard was such that the cartified value of the radioactive

concentration of the principal activity had a standard error (sm) not greater than 4 0. 1%

(The 99.7% ixnfidence limits are given by t(sm) where t is obtained from the student t factor
for the degree of freedom (n-1)).

The maximum uncertainty due to the assessable systamatic arrors (dilution. couminy. and
known uncertainty of the standard) is obtained by the separate arithmetic summation of the
positive and negative systematic error ( + Theaa have been estimated not to essead

+3.8 % or - 3.8 %

the overall unartainty (often called accuracy) is an estimate of the possible divergence of
the quoted result from the true value. It is a combination of random error [t(ami] at the 99.7%
confidence limits and the worst case astimate of the systematic arntrs (+3. - iS' )
The overall uncertainty is therefore calculated on the beW of +[f(am) +a]. -[t(am) +63
and is • 4. 0%. - 4. 0% of the quotad radioauive cnrtoantration.

Decay Schemes This stattdardiatiaf is based on the following aaumptbns of the pritr3pla nuctida. its

dauphter nudides and Impurities (no attowand for error in thasa assumptions or the

assumption of quoted half-life have been included in the statement of accuracy above).

Strontium-90 decays 100 percent by beta emission to
yttrium-90. Yttritnn-90 also decays 100 percent by
beta emission.

Chemical k'asiar corttant per gram of solution: Other componarits:
Composition
of Solution 30 micrograms strontium 0.1 M HC1

Preservative:

Remarks

Date Certificate Prepared
April 26, 1994

Approval Sipnature

03

Z!.Z,

a«:..d r ias
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PROJECT r'antinuedFromPage_

I INITIAL STANDARD DILUTION RECORD

Standard Information:

Isotope: - t7 Vendor: CPA

Activity of Standard Received: x
W uCi Vendor I.D. Y jd4 oo 3- I

Weight of Standard Received (g): 0 g LAL I.D. #: C..S ,^

Standard Activity (pCi/g): X (03 Ci/ NIST Traceable 7

Halflife in Years or Days: yrs Certificate #:

'Reference Date: Receiver s Name:

Date Received:

Balance Verification?: fY :7

Diluent Used: nly L

a: Decay Corrected Standard Activity (pCi/g): [0'7

b: Weight of the Source Transferred (g): 00

c: Total diluted weight (g): f •^ I

1: Total Diluted Volume (mL) j 0 mL

e: Activity of Dilution by Weight ( pCi/g) [a • b/ c]: 631' q pCi

Calculated Density of Solution (g/ml) [c / d]: (2 - W2 g/n

a: Activity of Dilution by Volume (pCi/mL) [e • f]: 7 36' 'T"1 pCi

^^ ...tt•,
^h-y ^y-bL ,

Dilution Lopbook I.D. #:
.[ a ( .^_ C 1° 4^7^9

Prepared By: Preparation Date:

^ Reviewed By: Review Date: 6A; O^y y

Purity/Cross Check P\erformed By: Check Date:
- w ,. % r

000171

Signed Date Signed Date
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